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HEATHKIT VTVM -+++ MODEL V-6 
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SPECIFICATIONS 


Battery .... . fa 
D.C, Voltmeter: 7 Ranges: 


Input Resistance: 
Sensitivity: 
Circuit; 

Electronic AC Voltmeter: 7 Ranges:. . 


Circuit; 


105-125V 50/60 Cycle AC, 10 Watts. 

7 3/8" high x 4 11/16" wide x 4 1/8" deep. 

7 pounds 

45" Streamlined case with 200 microampere move- 
ment, 

Precision type. 

1 - 12AU7 Twin triode meter bridge. 

1 - 6H6 Twin diode AC rectifier. 

Power transformer and selenium rectifier. 

13 Volt flashlight cell 

0-1.5, 5, 15, 50, 150, 500, 1500 volts full scale. 
With accessory probe to 30,000 Volts. 

11 Megohms (1 megohm in probe) on all ranges. 
1,100 megohms with accessory probe. 

7,333,333 ohms per volt on 1,5 Volt range. 
Balanced bridge (push-pull) using twin triode. 


. 0-1.5, 5, 15, 50, 150, 500, 1,500, (10007 Max.) 


Scales reading R.M.8, (.707 of posilive peak). 
Diode with adjustable compensation, 

Scale with 10 ohms center x1, x10, x100, x1000, 
x10K, x100K, x1 Meg. Measures .1 ohm to 1,000 
megohms with internal battery. 


ASSEMBLY AND USE OF THE 
HEATHKIT VTVM +++ MODEL v-6 


PRELIMINARY NOTES AND INSTRUCTIONS: The Heathkit Model V-6 Vacuum Tube Voltmeter 
is an excellent instrument and care used in construction will be well repaid. The construction 
is open and easily accomplished, but it should not be rushed, as poor workmanship can easily 
result in poor operation. 


UNPACK THE KIT CAREFULLY AND CHECK EACH PART AGAINST THE PARTS LIST. 
In so doing, you will become acquainted with the parts, If a shortage is found, attach the in- 
spection slip to your claim and notify us promptly. Screws, nuts, and washers are counted mech- 
anically, and if a few are missing, please secure them locally. Use the charts on the inside 
covers of this manual to identify the parts, 


Read the manual completely through before starting actual construction; in this way, you will 
become familiar with the general procedure used. Study the pictorials and diagrams to get ac- 
quainted with the circuit layout and location of parts. When actually assembling and wiring, 
read the whole article or step through so that no suggestions will be missed. 


To facilitate describing the location of parts, tube sockets, controls, lerminal strips, etc. have 
been lettered and are coded. All such numbering and lettering is clearly shown in the figures 
and when instructions say for example, “Wire to G3” refer to the proper figure, and connect a 
wire to pin 3 of socket G. 


It is recommended that A, B, C, etc. be actually labeled as such on lhe chassis with a pencil. 
Lettering on the inside of the chassis where wiring is done will reduce the possibility of making 
wrong connections. 


Tuhe socket pins are numbered as shown in Figure 4. Always read clockwise when the socket 
is viewed from the bottom. 


Read the note on soldering on the inside of the back cover. Make a good mechanical joint of each 
connection with clean metal to clean metal. Use only good quality rosin core radio type solder. 
Pastes or acids are difficult to remove and minute amounts left combine with moisture from the 
air forming a corrosive produet, Weeks or months later corrosion may result in untimely fail- 
ure. 


A circuit description is included in the later sectionof this manual so that those with some know- 
ledge of radio wil! be able to obtaina clearer picture of the actual functioning of this instrument. 
It is not expected that those with little radio experience will understand the description complele- 
ly, but it should be of help in the event that they desire to become more familiar with the circuit 
operation, and thus learn more from building the kit than just the placing of parls and wiring, 


NOTE: ALL GUARANTEES ARE VOIDED AND WE WILI. NOT REPAIR OR SERVICE IN- 
STRUMENTS IN WHICH ACID CORE SOLDER OR PASTES HAVE BEEN USED. 


Small changes in parts may be made by the Heath Company. Any part supplied will work just as 
wel] as the part for which it was substituted. By reading the color code or resistors for instance, 
it will be readily understood that a value of 51,000 ohms is a substitute for the specified 47,000 
ohms, etc. provided the specified value is not supplied. Such changes will be made only if the 
specified parts are unobtainable at the time, and are made to insure a minimum delay in filling 
your order. 


Page 2 


Resistors and controls have a tolerance rating of plus or minus 20% unless otherwise stated. 
Therefore, a 100K resistor may test between 80K and 120K ohms. The letter K stands for 1000 
and M [or 1,000,000. Some manufacturers use M for 1000. Consulting the parts list will clarify 
any parts in question. Thus, a resistor marked 90K=90,000 ohms etc. Frequently condensers 
show an even greater variation such as minus 50% to plus 100%. This Heathkit is designed to 
accommodate such variations. 


STEP BY STEP ASSEMBLY 
The construction of the VTVM is broken down into four parts: chassis parts mounting and wir- 
ing, panel parts mounting and wiring, wiring common to both chassis and panel, and test and cal- 
ibration, If the step-by-step procedure is followed with the aid of the figures and pictorials 


(for proper placement of parts and lead dress) little difficulty should he encountered in con- 
struction. 


Check off each step in the space provided (v’) as it is completed. 


(S) means solder the connection (NS) means do not solder yet. 


MOUNTING OF PARTS ON CHASSIS 


Observing Figure 1: 


" et 
GO 
,© 125 MEG ; 6 9 wae 
4 IY ~ 
be 4' © 4 
| e 


Fig. 1 Mounting of Parts on Chassis 


Slide a rubber grommet through hole B in the chassis. 

In a like manner, mount a rubber grommet in position EB. 

Using 3-48 x 7 screws and nuts (use no lockwashers) mount the miniature tube socket in 
location G, Locate the blank space as shown so as to not have this socket turned around. 
Using 6-32 screws, lockwashers and nuts, mount the octa] tube socket in location H. Locate 
the keyway in the position shown. 

Mount a 10K (this may be marked 10M) screw driver slot control in position J. Use a con- 
trol lockwasher and nut. 

Mount a 10K (this may be marked 10M) screw driver slot control in position K. Use a con- 
trol lockwasher and nut. 

Mount the 7.5 megohm control in position F with a control lockwasher and nut, 
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Next consult Figure 2 very carefully and note the numbers 1 through 8. If all parts of each step 
are mounted in sequence, the assembly will go together easily and no parts will interfere with 
the mounting of parts which follow. 


Fig. 2 Fig. 3 


( ) Step 1. In location C, mount the line up of parts consisting of the 6-32 binder head screw, 
the fibre washer with shoulder as shown, the flat fibre washer, the solder lug and a nut. 

( ) Step 2. Mount the battery spring clamp to the Z angle bracket, by means of a 4-40 screw, 
lockwasher and nut. 

( ) Step 3. Mount the battery base clip to the Z angle bracket by means of a 4-40 screw, lock- 
washer and nut. 

(_) Step 4. In location D, mount the line up of parts consisting of a 6-32 screw, Z angle bracket, 
(chassis), a lug terminal strip, lockwasher and nut.it. 

( ) Step 5. Mount the line up of parts consisting of a 6-32 screw, lockwasher and nut. 

( ) Step 6. Fasten the 3 lug terminal strip to the Z bracket by means of a 6-32 screw, lock- 
washer and nut. See Figure 3, * 

( ) Step 7. The power transformer is next. First pass the two red and the two yellow leads 
through grommet B, and leave the two black leads above the chassis. In location A, (see 
Figures 2 and 3) pass a 6-32 screw through the transformer flange and chassis, and fasten 
the rectifier to the chassis with a solder lug and mut. Be sure the rectifier is oriented as 
shown and is not turned around. 

( ) Step 8. Fasten the other transformer mounting flange to the chassis by means of a 6-32 
screw, lockwasher and nut. 

WIRING OF CHASSIS 


IMPORTANT NOTE: WHEN A TUBE IS FIRST OPERATED, ITS CHARACTERISTICS ARE 
NOT AS STABALIZED AS AFTER A PERIOD OF “AGING.” THEREFORE, EACH 6H6 HAS 
BEEN “AGED” AND ITS ACTUAL OPERATING CHARACTERISTICS DETERMINED AT THE 
HEATH COMPANY. THIS AGING AND TESTING PROCESS IS PERFORMED SO THAT THE 
KIT BUILDER WILL BE ABLE TO MAKE A GOOD INITIAL CALIBRATION AND WILL BE 
ABLE TO CONNECT THE DUO-DIODE (6H6) IN A MANNER WHICH WILL CAUSE HIS IN- 
STRUMENT TO OPERATE WITH OPTIMUM PERFORMANCE. THUS, IN THE INSTRUCTIONS 
WHICH FOLLOW, IF THE 6H6 CARTON HAS THE WORDS “REVERSED DIODES” STAMPED 
ON IT IN LARGE LETTERS, SKIP. ALL STARRED STEPS (*), AND PERFORM THOSE STEPS 
WHICH START OUT “REVERSED DIODES.” FOLLOW THOSE PICTORIALS WHICH ARE 
CLEARLY LABELED “REVERSED DIODES.” 
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IF THE 6H6 CARTON DOES NOT HAVE THE WORDS “REVERSED DIODES’ STAMPED ON 
IT IN LARGE LETTERS, PERFORM THE STARRED STEPS (*), AND SKIP THE STEPS 


WHICH START OUT “REVERSED DIODES.” FOLLOW THOSE PICTORIALS WHICH ARE 
NOT LABELED “REVERSED DIODES,” 


PICTORIAL 2 SHOULD BE FOLLOWED REGARDLESS OF 6H6 CARTON MARKING. PIC- 
TORIALS 1 AND 3 AND PICTORIALS “1 REVERSED DIODES” AND “3 REVERSED DIODES? 
SHOULD BE FOLLOWED ACCORDING TO 6H6 CARTON MARKING. 


Pictorial 1 Starred (*) Steps Apply—Wiring of Chassis 


Se 


Pictorial 1 Reversed Diodes—Wiring of Chassis 
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When connecting the transformer leads, before cutting, run each lead to its connecting point and 
leave sufficient wire for making the connection, Pictoriat 1 shows chassis wiring. 


( ) Connect one red lead of the power transformer 
to Al (8). 

) Connect the other red lead to D1 (NS). 

(_ ) Twist together the two yellow leads and connect 
one to H7 (NS). 

(_) The other yellow lead goes to H2 (NS). uae 

( } Twist together the two black leads and connect SOCKET: 
one to V2 (NS). See Figure 3. 

(_) The other black lead goes to V3 (NS). 

(_) Runa wire from A2 (NS) to Gl (NS). 

( ) Connect a 22K resistor between Dt (S) and the 
solder lug in location A (NS). 

() Connect a 15K resistor between A2 (NS) and the Fig. 4 
solder lug in location A (S). 

(_) Connect the positive lead (marked positive or with +++) of a 16 MFD condenser to A2 (S)and 
the other lead to D2 (NS). 

() Runa short bare wire jumper from G1 (S) to G6 (S). Keep this jumper far enough from the 
pin socket holes so that it will not interfere with the tube pins when the tube is plugged in. 

( ) Connect a piece of bare wire to G4 (NS), run it through G5 (NS), and connect it to the nearby 
ground lug on socket H (S). 

( ) Connect a 10 Megohm resistor between G7 (S) and G5 (S). 

(_) Run a wire from G9 (NS) to H7 (8). 

() Runa wire from G3 (NS) to J2 (NS). 

() Runa wire from J2 (8) to K2 (8). 

() Run a wire from H3 (NS) to FI (8). 

() Reversed Diodes: Run a wire from H5 (NS) to Fl (8). 

( 

( 

( 

( 

( 

( 


Gagyyo BLANK 


PIN NUMBERING ON DIN NUMBERING ON 
OCTAL TUBE SOCKET NOVAL TUBE SOCKET 


) Run a wire from H4 (8) to F2 (8). 
) Reversed Diodes; Run a wire from HB (S) to F2 (S). 
} Connect a 1 Megohm resistor from H3 (8) to H5 (NS). 
) Reversed Diodes: Connect a 1 Megohm resistor from H3.(N8) lu HS (8). 
) Connect the .003 MFD condenser between G2 (NS) and the nearby ground lug on socket H (S). 
} Reversed Diodes: Connect the 008 MFD condenser between G2 (NS) and the nearby ground 
lug on socket H (NS). 
*(_) Connect a piece of short bare wire to H8 (NS), pass it through Ht! (8), pass it throughH2 (8), 
and continue it to the nearby ground lug on socket H (8). 
( ) Reversed Diodes; Connect a piece of short bare wire to H4 (S), pass it through H2(S), pass 
it through H1 (S), and continue it to the nearby ground lug on socket H (S). Keep clear of H3. 
*(_) Connect a 5.6 Megohm resistor beiween H5 (NS) and H8 (8). 
( ) Reversed Diodes: Connect 25.6 Megohm resistor between H3 (NS) and the nearby ground lug 
on Socket H (8). 


MOUNTING OF PARTS ON PANEL 


Note Figure 5 for the proper placement of switches, controls, ete. on the panel. Ptace all con- 
tacts and lugs in the same relative positions as shown in figure. 


( ) Mount the OFF-ON switch ia position Q using 6-32 screws, lockwashers and nuts, Make 
certain that the lugs protruding trom the back are as shown (so as to not mount the switch 
upside down by mistake). 

() Note Figure 6 and mount thered banana jack in location U. Slide the insert into the jackand 
crimp it to prevent pulling out. 

( ) Consult Figure 7 and mount the phone jack assembly in position T. Be sure the positioning 
of lugs is exactly as shown in Figure 5. Otherwise shorting might occur when the panel is 
placed on the cabinet. 
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Fig. § Mounting of Parts gn Chassis 


( ) Consult Figure 8 and mount the pilot light assembly on position M, 
( ) Mount a 10K control in position L, See Figure 9. 

( ) Mount the other 10K control in position N. 
( ) M 


lount the selector switch in location P. Keep the position of the lugs exactly as shown in 
Figure 5, 


CRUMP INSERT AS. 
RO PREVENT 


foe C@_ at 


Tare 9 a 
oer. oF BawaNn Uncee 


Fig. 6 


WOW 70 MOUNT CONTROLS § SWITCHES 


Fig. 9 


WIRING OF RANGE SWITCH 
The range switch is wired before it is placed on the panel. The two deck arrangement makes 
all wiring open and easy to accomplish. Follow the switch lug numbering carefully and double 
check each resistor for position and value before soldering it into place, Switch lug marking 
follows a definite pattern—this is shown in Figure 10, Lugs are numbered clockwise and run 
from | to 12 on the front deck and from 13 to 24 on the rear deck. The long lug (flanked on each 
side with a dummy lug) on the front deck is lug number two. Referring to this lug will prevent 
inadvertently wiring the switch backwards or incorrectly. Looking at Figure 10, number the 
lugs with a pencil, 
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LONG LUG FLANKED 
ON EACH SIDE BY | 
A DUMMY LUG |5 
LUG?Z,USETHS Y 
FOR IDENT|FICATION 


a 
Ss) 
\ 


Fig. 10 


( ) Connect a short bare wire jumper from Rt (NS) to R13 (S). 

( ) Connect the 9K resistor from R1 (NS) to R14 (NS), 

() Connect the 900 Ohm resistor from R3 (NS) to R14 (s). 

( ) Connect a short bare wire jumper from R38 (NS) to R15 (8). 

( ) Connect the 90 Ohm resistor from R3 (S) to R16 (NS). 

() Connect the 20K resistor from R4 (NS) to R17 (NS). 

( ) Connect the 10K resistor from Ré (8) to R12 (NS). 

( ) Connect a bare jumper from R& (8) to R17 (NS). 

( ) Connect the 70K resistor from R6 (NS) to R17 (8). 

() Connect the 9.2 Ohm resistor from R16 (S) to R18 (NS). 

() Connect the 200K resistor from R6 (8) to R19 (NS), Be sure that the resistor leads cannot 
short to the switch walter Spacers, Use spaghetti if necessary. 

( ) Connect a short bare wire jumper from R7 (8) to R19 (NS). 

( ) Comnect the 700K resistor from R8 (NS) to R19 (5). 

( ) Connect the 2 Megohm resistor from R8 (8) to R21 (NS). 

() Connect a short bare wire jumper from R9 (8) to R21 (NS). 

() Connect the 7 Megohm resistor from R10 (NS) to R2t (8). 

( } Connect the 9 Megohm resistor from R11 (NS) to R22 (8). 

() Connect a short bare wire jumper from R11 (NS) to R23 (8). 

( ) Connect the 900K resistor from R11 (8) to R24 (NS). 

( ) Connect the 90K resistor from R24 (8) to R1 (8). Be sure that the resistor leads cannot 
short to the switch wafer spacers, Use spaghetti if necessary. 

() Mount the range switch on the panel in location R. Besure AND HAVE THE LONG LUG 
ON THE REAR DECK located as shown in Figure 5 and Pictorial 2. 


WIRING OF PANEL (See Pictorial 2) 

( ) Run a wire (keep close to chassis) from P11 (S) to R2 (8). 

() Run a wire (keep close to chassis) from P9 (8) to R20 (8). 

( ) Runa wire (keep close to chassis) from P7 (8) to the insert solder lug of red banana jack 
in location U (S). 

( ) Connect a short bare wire jumper between P12 (S) and T2 (8). 

( ) Run a wire from P13 (§) to R10 (8), 

f ) Runa wire from R12 (8) to T1 (NS). 

{ ) Runa wire from P6 (S) to L3 (NS). 

{ ) Runa wire from P65 (S) to N3 (8). 

{ ) Run a wire from L1 (NS) to N2 (8). 
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Pictorial 2 Wiring of Panel 


Connect a 23" length of wire to L3 (S). Leave the other end free. 

Connect a 24" length of wire to LI (S). Leave the other end free. 

Connect a 25" length of wire to Pl (S). Leave the other end free. 

Connect a 5" length of wire to P14 (S). Leave the other end free. 

Connect a 44" length of wire to R18 (8). Leave the other end free. 

iwist together two wires to form a twisted pair 33" long. At one end of this pair, connect 
one wire to M1 (S), and connect the other wire to M2 (S), Leave the other end of the pair 
free. 

Twist together two wires to form a twisted pair 4" long. At one end of this pair, connect 
one wire to Q1 (S), and connect the other wire te Q2 (S). Leave the other end of the pair 
free. 

Slide the meter through the opening provided in the panel (location X); the four meter mount- 
ing screws will slide through the four holes provided. Check to see that the meter is placed 
correctly (not upside down). 

Fasten the meter in place with a lockwasher and nut on two of the meter mounting screws 
as shown in Pictorial 2. Lockwashers and nuts do not go on the other two screws at this 
time. 

Run a wire from P4 (8) to X1 (8). 

Run a wire {rom P2 (S) to X2 ($8). 

Note in Figure 11 the manner in which the chassis mounts to tke panel. Slide the large 
chassis mounting flange over a meter mounting Screw as shown and fasten with a luck- 
washer and nut. 

Line up the hole in smaller chassis mounting 
flange with the hole in the panel, Slide the black 
banana jack into position, and force Lie speeduut 
into place so that the bracket and flange are 
held firmly together. 

Slip thé banana jack insert into the black banana 
jack. Crimp the insert to prevent it from pull- 
ing out. See Figure 6. 
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Pictorial 3 Starred (*) Steps Apply—Wiring Common to Both Chassis and Panel. 


Pictorial] 3 Reversed Diodes—Wiring Common to Both Chassis and Panel 
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WIRING COMMON TO BOTH PANEL AND CHASSIS. 


Ra ) The free end of the 23” length of wire on L1 connects to G3 (8), 
.(¢) Connect a 47K resistor from L2 (8) to D2 (S), 
) The free end of the 23" length of wire to L3 connects to G8 (8). 
™) Connect one free lead of the 33" twisted pair which is on pilot light M to G9 (S), 
‘~ } Connect the other free lead of the pilot light 33” twisted pair to G4 (S), 
Ne ) Pass the free end of the 5" length of wireon P14 through grommet Eand connect it to F3 (S). 
) Pass the free end of the 44" length of wire on R18 through grommet E and connect it to 
solder lug C (S). 
Study Figure 12 and connect one free lead of the 4” twisted pair which is on the OFF -ON 
\ switch (location Q) to V1 (NS), 
) Connect the other free lead of the OF F-ON switch 4” twisted pair to V2 (8). 
) The free end of the 24° length of wire on P| connects to K3 (S). 
) Run a short bare wire jumper from P3 (S) to J3 (S). 
“.\) Run a wire from T1 (8) to the insert solder lug of black banana jack in location $ (Ss). 
(~J Connect a 3.3 Megohm resistor from P10 (S) to G2 (S). 
(_) The outside foil lead of the .01 MFD condenser connects to H5 (8) and its other lead goes to 
P8 (S), 
(_) Reversed Diodes; the outside foil lead of the .01 MFD condenser connects to (use spaghetti) 
H3 (S) and its other lead goes to P8 (8). 


* 


eee 


() The large L mounting bracket should now be mounted on the chassis with two 6-32 screws, 
lockwashers and nuts (see Figure 13 for detail). The L bracket mounts to the panel by 
meuns of a meter mounting screw, lockwasher and nut. 

( ) Note Fiyure 12 und pass a 3/8" rubber grommet through the hole in location W. 

( ) Pass the line cord through grommet W, and knot it as shown, The knot will provide strain 
relief should the cord be accidently jerked. 

( ) Split the line cord slightly and connect one lead to V1 (S). 

( ) Connect the line cord’s other lead to v3 (8). 


PREPARATION OF TEST LEADS 
( ) Common test lead. The common test lead is made by connecting the black banana plug on 
one end of the black test lead, and an alligator clip on the other. Figure 14 shows the detail. 


COMMON TEST LEAD STRIP AND TIN gene 
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GLACK TEST PROD 


1 MEG, RESISTOR SHIELDED TEST LEAD Figure 15 INNER CONDUCTOR 
A.C -OHMS TEST LEAD © strip AND -TN RED 


RED TEST PROD Figure 16 


( ) DC test lead. The DC test lead is made byc onnecting the phone plug on one end of the shie]- 
ded test lead. On the other end goes a small 1 megohm resistor which is then slipped in- 
side the black test prod. See Figure 15. 

AC-Ohms test lead, The AC-Ohms test lead is made by connecting: the red banana plug 
on one end of the red test Jead, and the red test prod on the other. Figure 16 shows the can- 


struction. 

Fasten the handle on the case using two 10-24 screws. eee 
Push the rubber feet into the four holes in the bottom of the case. 

Slide the acorn knobs over the shafts of the zero adjust and ohms adjust 9 
controls and tighten down the small set screw in each, Fig. 17 
Turn both switches maximum counterclockwise and slide the two pointer knobs over the 


shafts and tighten down the smal] set screw while the pointer knobs are indexed properly 
i.e, pointing correctly. 


IMPORTANT WARNING 


Miniature tubes can be easily damaged when plugging them into their sockets. Therefore, use 
extreme care when installing them, WE DO NOT GUARANTEE OR REPLACE MINIATURE 
TUBES BROKEN DURING INSTALLATION. 


(_) Plug the 12AU7 in socket G and the 6H6 in socket H (See warning above). 
This completes the wiring of the kit and the instrument is now ready to test and calibrate. 


TEST AND CALIBRATION 


Check over the wiring carefully. We suggest tracing over each wire on the pictorial] with a col- 
ored pencil as it is checked on the instrument. Check each solder connection. Install the tubes. 


Plug the instrument into a 117 Volt 50/60 Cycle AC ONLY outlet. This instrument will not op- 
erate, and serjous damage will resuit, if plugged into a DC outlet. 


Turn the switch on and allow a minute for warm up. Set the selector switch to DC+. Check op- 
eration of zero adjust control. Turning this control should move the meter pointer to about half 
or 3 scale and to zero. Set pointer to zero and check if it remains on zero when switched to 
DC-. If there is appreciable zero shift-(more than one or 2 divisions on the scale) the tubes 
must be aged. First complete the initial test, however. 


Turn the instrument off and make sure the mechanical zero of the meter is correct. If not, ad- 
just as follows: Place the instrument in normal operating position. (This usually is with. the 
rubber feet on a level surface.) Turn the black plastic screw on the meter face with a screw- 
driver, while gently tapping the meter face with one finger, until the pointer coincides with the 
zero line on the left side of the scale. Turn the instrument on again. 


Insert the common and DC test leads. Set the selector switch to DC: and the range switch to 
1.5V. Connect the test leads to the calibrated flashlight cell, and adjust the DC calibrate con- 
tro] (See Figure 18) so the meter pointer falls directly over the very smal] red dot on the meter 
face, (See Figure 19), Approach the red dot going up scale i.e., turn the calibrate control and 
watch the meter read 1.4V and 1.5V and then the red dot. As soon as the red dot is reached, stop 
turning the calibrate control. Remember the range switch must be set on 1.5V. 
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Turn instrument OFF and install the battery in the battery bracket as shown in Figure 20. Tura 
instrument ON and let it warm up. Set selector switch to ohms. Pointer should swing to about 
full scale. Turn ohms adjust to give full scale reading (Infinite). Insert AC ohms test lead. 
Touch this lead to common lead and observe pointer dropping to zero indicating short circuit 
{no resistance). 


Temporarily remove AC-ohms test lead. Set range switch to 1.5V and selector to AC, Adjust 
AC balance control so no movement is noticed in the pointer when switching from AC through 
DC- to DC+. Now set range switch to 150V and the selector switch to AC. Re-insert AC ohms 
lead, Connect AC ohms and common lead to the 117V AC line (NOTE: 117 Volt line is danger- 
ous--proceed with due care) and adjust AC calibrate control so pointer indicates the line voltage. 


It is recommended that the tubes be aged before final calibration, This is accomplished by keep- 
ing the instrument turned on for a period of at least 48 hours. Final calibration should be done 
in the Same way as initial calibration. Careful calibration will result in a more accurate in- 
strument. If a standard AC meter is available, it is desirable to use such an instrument, prefer- 
ably at a voltage near full scale indication on the VTVM, as for instance 140 Volts or 40 Volts 
(on tne 150V or 50V range respectively). 


After final calibration, place the instrument in the cabinet, and instal] two sheet metal screws 
through the back and into the chassis. The instrument is now ready for use. 


CIRCUIT DESCRIPTION 


The meter is in the cathode circuits of a twin triode. The zero adjust control sets up a balance 
between the two sections of the triode such that with ze1.’-input voltage applied to the first erid, 
the voltage drop across each portion of the adjust conteol (from adjust arm to one side, and ad- 
just arm to the other side) is the same, This being true, the meter reads zero, With a voltage 
applied to the first grid, the balance in the cathode circuits is upset and the meter indicates, The 
relationship between the test voltage applied to the first grid and the meter indicating current is 
linear, and therefore the meter is calibrated with a linear scale. The advantage of having the 
meter in a vacuum tube circuit of this kind is that voltages to be measured are not applied dir- 
ectly to the meter but rather to the tube, Bocause the tube is limited to the amount of current it 
can draw, the meter movement is protected. 


Calibration of the instrument is simple and is accomplished by adjustment of the AC and DC cal- 
ibrate controls, These controls are in series with the meter and are adjusted to produce full 
scale reading with the proper test voltage applied to the instrument. 
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The maximum test voltage which is applied to the tube is about 3 volts. Higher test voltages 
are reduced by a voltage divider which has a total resistance of 10 megohms. An additional re- 
sistance of 1 megohm is located in the DC test prod thereby permitting measurements to be 
made in circuits carrying RF witha minimum disturbance of such circuits. 


For AC voltages in the Audio Frequency range, a shunt fed diode is used to provide a DC vullage 
proportiona] to the peak of the applied AC voltage. This DC voltage is applied through the volt- 
age divider to the tube, causing the meter to indicate. The AC calibrate control is used so as 
to obtain the proper meter deflection for the applied AC voltage. Vacuum tubes develop a con- 
tact potential voltage between tube elements. Such contact potential developed in the diode would 
cause a Slight voltage to be present at all times. This voltage is cancelled out by bucking it with 
a portion of the contact potential of a second diode. The amount of bucking voltage is controlled 
by the AC balance control. This eliminates zero shift when switching from DC to AC. 


For resistance measurements, a 1} Volt battery is connected through a string of multipliers of 
1% tolerance and the external resistance to be tested, thus forming a voltage divider across the 
battery. A resultant portion of the battery voltage is applied to the twin triode. The meter scale 
is calibrated in resistance. 


USING THE VTVM 


NOTE: As the heaters are operated at a low temperature, the tube life is extremely long. The 
power consumption is very low. We therefore recommend that this instrument be turned 
on at the same time as the soldering iron for instance, and jeft on until the work is 
done. This will result in very stable operation, and the slight amount of heat generated 
inside the cabinet will keep the instrument free from moisture in humid climates. 


The VIVM has many advantages over the non-electronic volt-ohmmeters. The greatest advan~ 
tage is the high input resistance. This enables much more accurate readings to be obtained in 
high impedance circuits, such as resistance coupled amplifiers, oscillator grid circuits and AVC 
networks. 


To ulustrate this, let us assume a resistance coupled audio amplifier with a .5 megohm plate 
load resistor, operating with a 100 Volt plate supply. Let us also assume that the plate voltage 
is 50 Volts and that, therefore, the tuog accs as a.5 megohmresistor. Measuring the plate volt- 
age with a conventional 1.000 ohm per volt instrument on the 100 Volt scale, the meter can be 
considered a 100,000 chm (.1 megohm) resistor in parallel with the tube. The voltage on the 
plate is then about 14 Volts and is shown as such by the meter. This is due to the shunt resist- 
ance of the low resistance meter. Using the VTVM on any scale setting, the full 11 megohms is 
placed in parallel with the tube. The yoltage on the plate is then about 49 Volts or 2% lower than 
the normal operating voltage. Thus accurate reading can only be obtained with the high resist- 
ance provided by a VITVM. 
Oo 


Divider becomes 5ilog in series with: $21 = 48 meg. 
SMEG Plate voltage becomes xt, x 100 = 49 volts 


100 


Meg. 


MULTIMETER 
g 
vTVM 


fe) 


geen 
AF 53 


Divider becomes & Mag, ru Serves with Tz = .083 Meg. 
Plate Voltage bacomés lB x100 = 14.3 Vole 
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An understanding of the characteristics of your instrument will result in greater satisfaction 
through proper use. 
DC VOLTAGE 


To measure DC voltage with the VITVM, connect the common (black) lead to the common or 
“cold” side of the voltage to be measured. Set the selector switch to DC+ or DC- as required 
and set the range switch to a range greater than the voltage to be measured, if known. If un- 
known, set to 1,500 Volts. With black test prod, touch other or “hot” side of the voltage to be 
measured. If pointer moves less than one-third of full scale, switch to the next lower range. 


AC VOLTAGE 


IMPORTANT WARNING: THE 1500V MARKING ON THE LAST SCALE APPLIES 

TO DC VOLTAGES ONLY. VOLTAGES IN EXCESS OF 1000V AC MUST NOT 

BE APPLIED TO THE VTVM. THIS WARNING IS CLEARLY SHOWN ON THE 

PANEL AND MUST BE OBSERVED. THE HEATH COMPANY ASSUMES AB- 

“o* “TELY NO RESPONSIBILITY NOR OBLIGATION FOR ANY DAMAGES TO 

NSTRUMENT CAUSED BY APPLYING AC VOLTAGES IN EXCESS OF 

1yuu VOLTS TO THE VTVM. 
To measure AC voltage with the VTVM, connect the common (black) lead to the common or “cold” 
side of the voltage to be measured. Set the selector switch to AC, and set the range switch to a 
range greater than the voltage to be measured, if known. If unknown, set to 1,500 Volts, With 
red test prod, touch other or “hot” side of the voltage to be measured, DO NOT MEASURE AC 
VOLTAGES IN EXCESS OF 1000V. [i pointer moves less than one-third of full scale, switch 
to the next lower range. 


The Heathkit is an extremely sensitive electronic AC voltmeter and as the human body picks 
up AC when near any AC wires, the meter will indicate this pickup. Never touch the AC prod 
when on the lower ranges, Zero should be set with the AC prod shorted to the common clip. 


RESISTANCE 


To measure resistance with the VTVM, connect the common (black) lead to ane side of the re- 
sistor to be measured, Set the selector to ohms, and set the range switch to such a range that 
the reading will [all as near to mid-scale as possible. Set the ohms adjust control so the meter 
indicates exactly full scale (INF, on ohms scale). Then touch the red test prod to the other side 
of the resistor to be measured. Read resistance on ohms scale and multiply by the proper factor 
as shown by the range switch setting. 


NOTE: Although batteries are used to measure resistance, the indication is obtained throvgh 
the electronic meter circuit, and therefore, the instrument nmst be connected to the AC power 
line and tuned on. 


CAUTION: Never leave the instrument on ohms, as it greatly shortens the life of the ohmmeter 
battery. 


USING THE VTVM DECIBEL SCALE 
Because the human car docs not respond to volume of eound in proportion to signal strength, a 
unit of measure called the “bel” was udopted, The “bel” is more nearly equivalent to human 
ratios. Normally the reading is given in 110 of a “bel” or decibel.” 


Various signal levels are adopted by various manufacturers as standard or “OQ” decibels, 
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The Heathkit VTVM DB scale uses a standard of 1 milliwatts ‘into a 600 ohm line as “O” decibels. 
This corresponds to .774 VAC on the 0-1.5V scale. From this figure, the various AC ranges of 
the VTVM may be converted to db by the following chart: 


AC VOLTS SCALE DECIBEL SCALE 

0-1.5V Read db directly 

0-5V Add 10 db to the reading 
0-15V Add 20 db to the reading 
0-50V Add 30 db to the reading 
0-150V Add 40 db to the reading 
0-500V Add 50 db ta the reading 
0-1500V (1000V AC max.) Add 60 db to the reading 


As the decibel is a power ratio or voltage ratio, it may be used as such without Specifying the 
reference level. Thus for instance, a fidelity curve may be run on an amplifier by feeding in a 
signal of variable frequency but constant amplitude. At a reference frequency of say 400 cycles, 
adjust input to give a convenient indication (O db for instance) on the VTVM connected tothe out- 
put. As the input frequency is varied, the output level variation may be noted directly in db 
above and below the specified reference level. 

NOTE: When measuring complex AC wave shapes, such as ripple, hum, distorted and square 
waves, the indication is 70% of the positive peak. 


READING THE METER SCALE 


The voltage markings on the range switch refer to the FULL SCALE reading. The scale is 
marked 0-15 and 0-50 for voltage. On the 1.5 Volt range, read the 0-15 scale and move the dec- 
imal one place to the left. Thus, for example, a reading of 8 would represent a voltage of 8 
volts. On the 5V range, read the 0-50 scale and move the decimal one place to the left {i.e., 
drop the zero). A reading of 40V would represent a voltage of 4 volts. On the 15V range read 
the 0-15 scale directly (example, a reading of 4v represents a voltage of 4V). On the 50V 
range read the 0-50V directly. On the 150V range, read the 0-15 scale and add one zero (ex- 
ample, a reading of 12 represents a voltage of 120V). On the 500V range read the 0-50 scale 
and add one zero (example, a reading of 40 represents a voltage of 400V). On the 1500V range 
read the 0-15 scale and add two zeros (example, a reading of 8 represents a voltage of 800V). 


e720 os 


a Sulu eccel 32 
= Lub? 


2 


NOTE: This marking does not mean that the up- 
per scale indicates ACV and the lower scale DCV. 
Rather, it means that either scale will read ACV 
or DCV, depending on the setting of the selector 
switch, 


0 


? 


The resistance marking or ohms scale refers to the lowest resistance range (Rx1). For the 
other ranges, add the proper number of zeros (add two zeros for Rx100, add four zeros for Rx10K, 
add six zeros for RxI Meg). On the Rxt Meg range, the scale can also be considered to read 
directly in megohms, 
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ACCURACY 


The accuracy of the meter movement is within 2% of full scale, which means that, for instance 
on the 1000 Volt range the accuracy of the movement will be within 20 Volts at any point on the 
scale. On DC, the accuracy of the multiplier (1%) nay be additive, resulting in an accuracy of 
within 3% of full scale. 


On AC, the accuracy of the rectifier circuit contributes variations which result in accuracy of 
within 5% of full scale. 


The accuracy on the ohms ranges depends on the meter accuracy, the ohms multiplier accuracy 
(including the internal resistance of the batteries), and the stability of the battery voltage. On 
the Rxi scale, the internal resistance of the batteries and the battery voltage both vary as re- 
sult of the current drawn by the resistance under test. For greatest accuracy, tests on low re- 
sistance yalues should be made as quickly as possible. On the higher ohms ranges, the accuracy 
depends practically on the multipliers, which are 1%, and the meter movement accuracy. Be- 
cause of the non-linear ohms scale, the resulting accuracy is not readily expressed in a per~ 
centage figure, but the greatest accuracy is obtained at mid-scale readings. 


NOTE: When comparing this instrument with another instrument, consider that the accuracy of 
the other instrument may deviate in the opposite direction. Therefore, when comparing two in- 
strument of 5% accuracy, the difference might be a total of 10%. Critical comparisons should 
only be made against certified laboratory standards. 


IN CASE OF DIFFICULTY 


1. Recheck the wiring. Most cases of trouble result from wrong or reversed connections. Often 
having a friend check the wiring will reveal a mistake consistently overlooked. 


2. Check the tubes. 


The possibility exists that a perfectly balanced tube will not permit Zero center adjustment 
on either DC+ or DC-. Then add 1000 ohms or more in series with either 12AU7 cathodes 
and the Zero adjust control. 


3. If the pointer swings full scale to the right and stays there with switch set to DC+, check for 
an open Circuit or high resistance connection somewhere between the grid pin #2 of the 12AU7 
and ground, This might be due to a wrong connection to the selector switches, a poor con- 
nection, or possibly an open resistor. 


If the instrument does not operate on any function, a check of the power supply, and the 12AU7 
and its associated meter circuit is suggested, 


If the instrument only fails to function on AC measurements, then a check of the 6H6 and its 
associated circuits should be made. 


If the instrument only fails to function on ohms, the difficulty will probably be due to the 
battery (make certain the battery is making good contact in the bracket) or the ohms multi- 
pliers. 


Proper operation on DC should first be secured before an attempt is made to use the instru- 
ment on AC or ohms, 


4. Check the operating voltages. The following voltages are measured to chassis: pin #1 or #6 
on 12AU7 tube or + lug on rectifier 35-70 Volts positive. Negative lug on rectifier 70-110V 
negative. Pin 7 of 6H6 and pin 9 of 12AU7, 5-6V AC. 


5. Check continuity through the DC test cable. Make certain that the shielding is not shorted to 
center conductor. 
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Should inspection reveal the necessity for replacement of a component, write to the Heath Com- 
pany immediately. The following information should be supplied in all cases: 


A. Thoroughly identify the part in question by using the part number and description found in 
the manual parts list. 

B. Identify the type and model number of kit in which it is used. 

C. Mention the order number and date of purchase. 

D. Describe the nature of defect or reason for requesting replacement. 


The Heath Company will promptly supply the necessary replacement. Please do not return the 
de‘ective component until specifically requested to do so. Do not under any circumstances dis- 
mantle the component in question as this will void the guarantee. If tubes are to be replaced, 
pack them carefully lo prevent breakage in shipment as broken tubes are not eligible for re- 


placement. SERVICE 


Jn event continued operational difficulties of the completed instrument are experienced, may we 
remind you that the facilities of the Heath Company Service Department are at your disposal. 
Your instrument may be returned for inspection and repair for a service charge of $3.00 plus 
the cost of any additional material that may be required. THIS SERVICE POLICY APPLIES TO 
COMPLETED INSTRUMENTS CONSTRUCTED IN ACCORDANCE WITH THE INSTRUCTIONS 
AS STATED IN THE MANUAL. Instruments that are not completed or instruments that are 
modified will not be accepted for repair. Instruments showing evidence of acid core solder or 
paste fluxes will be returned, not repaired. 


The Heath Company is willing to offer its utmost cooperation to assist you in obtaining the pro- 
per operation of your instrument and therefore the factory repair service is available fora per- 
iod of one year from the date of purchase. 


NOTE: Before returning this unit, be sure that all parts are securely mounted, Attach a tag to 
the instrument, giving name, address and trouble experienced. Pack in a rugged container, pre- 
ferably wood, using at least three inches of shredded newspaper or excelsior on all sides. Do 
not ship in the original Kit carton as this carton is not considered adequate for cafe chipment of 
the completed instrument. Ship by prepaid express, if possible. Return shipment will be made 
by express collect. Note that a carrier.cannot be held liable for damages in transit if PACKING 
IN HIS OPINION is insufficient. 


Prices are subject to change without notice. The Heath Company reserves the right tochange the 
design of this instrument without incurring liability for equipment previously supplied. 


RF TEST PROBE KiT 
A test probe in kit form for use in measuring RF voltages of up to about 20 Volts is available 
for $5.50. The kit contains all parts necessary for the Construction of the probe, including 1N34 
crystal detector, condensers, resistor, cable and connectors. This probe and cable is simply 
plugged into the instrument in place of the regular DC test probe assembly and the voltage is 
read on the lower regular DC ranges. 


Order No. 309 RF Test Probe Kit—$5.50 


TELEVISION TEST PROBE KIT 


A 30,000 volt test probe in kit form for use in testing the high DC voltage in Television re- 
ceivers is available for $5.50. The &Il cunlains all parts necessary for the construction of the 
probe, such as precision multiplier of 2% accuracy, molded red body and black handle, connec- 
tors and cable. This probe and cable is simply plugged into the instrument in place of the reg- 
ular DC test probe and the range setting of the VTVM is multiplied by 100. Voltages in excess 
of 30,000 ¥ DC should not be taken. 


Order No. 336 TV High Voltage Probe Kit—$5.50 
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PEAK-TO-PEAK PROBE 


A probe kit for weasuring peak-lu-peak vullages is available for $6.50. Use of the probe per- 
mits reading peak-to-peak voltages directly on the VI'VM calibrated scales. Probe operates in 
arange of 5 ke to 5 MC and consists of probe housing, two crystal diodes, condensers, shield 
lead and plug. 


Order No. 338 Peak-to-Peak Voltage Probe—$6.50. 
WARRANTY 


The Heath Company limits its warranty of any parts supplied with any Heathkit (except tubes, 
meters and rectifiers, where the original manufacturer’s guarantee only applies) to the repiace- 
ment within three (3) months of said part, which when returned with prior permission, postpaid, 
was, in the judgment of the Heath Company, defective at the time of sale. 


The assembler is urged to follow the instructions exactly as provided. The Heath Company as- 
sumes no responsibility or liability for any damages or injuries sustained in the assembly of the 
device or in the operation of the completed instrument. 


HEATH COMPANY 
Benton Harbor, Michigan 


WIRING OF EXPORT TYPE 
110/220 VOLT POWER 
TRANSFORMERS 


These transformers have a dual primary for use on either 110 Volts or 220 Volts. 
Wire as shown. 


BLACK BLACK 


BLACK: GREEN 
220 VOLT 
< hae + BROWN 


TO VOLT 


BLACK~ BROWN 


SOLDER 
TOGETHER. 
BLACK - RED & TAGE BLACK -REO 
HO VOLT 220 VOLT 
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V-6 VACUUM TUBE VOLTMETER PARTS LIST. 


Part Parts Part Parts 
Nu. Per Kit Description No. Per Kit Deseription 
Ps 
Resistors Sockets--Ter minal Strips—Jacks—Fiber Washers 
2-48 1 9.2 Ohm Precision 434-16 1 Miniature Socket (9 pin) 
2-24 1 90 Ohm Precision 434-25 1 Octal Socket 
2-29 1 900 Ohm Precision 434-22 1 Pilot Light Socket 
2-35 1 9K Ohm Precision 252-12 1 Pilot Light Not 
2-50 1 10K Ohm Precision 455-1 1 Pilot Light Bushing 
2-38 1 20K Ohm Precision 413-1 1 Pilot Light Jewel 
2-9 1 70K Ohm Precision 431-1 1 1 Lug Terminal Strip 
a i sono eisai rs t 3 UNE sae a 
2-! m Precision = anana Jack (Re 
2-13 1 700K Ohm Precision 436-2 1 Banana Jack (Black) 
2-51 1 900K Ohm Precision 437-1 2 Banana Jack Inserts 
2.55 1 2 Megohm Precision 436-1 1 Phone Jack 
2-16 1 7 Megohm Precision 253-2 1 ; Fiber Shoulder Washer #6 
2-224 1 9 Megohm Precision 253-1 1 9/64 Plain Fiber Washer 
1-21 1 15K 
1-22 1 20K Hardware , 
1-25 1 4TK 250-4 2 4-40 x ; Screws 
1-35 2 i Meine 252-2 2 4-40 Nuts 
4-38 1 33 Mego 250-2 2 3-48 x 3 Screws 
142A 1 5.6 Megohm ount 2. d-46 Nats 
ic46 1)” 10 -Megotiin 250-9 9 6-32 x 3/8 Screws 
250-26 1 6-32 x 3 Binder Head Screw 
Condensers 250-8 2 #6 x 3/8 Sheet Metal Screws 
20-8 1 003 MFD 250-19 2 10-24 x 3/8 Handle Screws 
23-5 1 01 MFD 2000 Volt 250-22 2 Pointer Knob Set Screws 
25-5 1 16 MFD 150 Volt 250-30 2 Banana Plug Screws 
a 252-3 10 «6-32 Nuts 
Controls 252-7 8 Control Nuts 
10-9 2 10K Ohms (AC & DC Calibrate) 284 1 18 #6 Lockwashers 
10-8 2 10K Ohms (Ohms & Zero Adjust) 254-4 Sc + 2Contral Lockwashers 
10-28 1 7.8 Megohm (AC balance) 253-10 5 Control Nickel Washers 
252-9 2 Speednuts for Jacks 
Switches 259-1 2 Solder Lugs 
63-18 i -Beteetar 73-1 3 3/8 Grommets 
63-42, 1 Range 261-1 4 Rubber Feet 
60-1 1 SPST Slide 208-2 1 Battery Spring Clip 
260-4 1 Battery Base Clip 
Tubes--Lamp 204-M36 1 Battery Mtg. Z Angle Bracket 
411-38 1 6H6 Tube 204.M33 1 L Chassis Bracket 
411-25 1 124U7 Tube 260-1 1 Alligator Clip 
412-1 1 #47 Pilot Lamp Miscellaneous 
. 462-4 2 Acorn Knobs 
Wire—Plugs--Prods : 462-M11 2 Pointer Knobs 
344-1 1 Roll Hookup Wire 407-16 1-200 Microamp Meter. 
346-1 1 Length Spaghetti 418-1 1 Flashlight Cell (Calibrated) 
341-2 1 Length Red Test Lead 3 Ft. 57-1 1 Seleninm Rectifier 
341-1 1 Length Black Test Lead’3 Ft. 54-2 1 Power Transt mer 
343-1 A. Length Shielded Test Lead 3 Ft. 2900-M32 1 Chassis 
90-1 1 Line Cord 2111 1 Handle 
438-M8 2 Sleeve and Plug Assemblies 2038-3F1 1 Front Panel 
10-3 1 Red Banana Plug Insulator Sleeve 90-17 1 Cabinet and Rear Cover 
aeaea i erate Ravana Plug Insul. Sleeve 595-40 1 V-6 Manual 
- one Plug. 
439-1 1 Red Test Prod 
439-2 1 Black Test Prod 
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Pictorial 1 Wiring of Chassis-Reversed Diodes Steps Apply 
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TERMINAL STRIP 
MOUNTS WITH THE 
LINE up OF PARTS 
IN STEP 4, NOT IN 
STEP I. 


Pictorial 2 Wiring of Panel 
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Pictorial 3 Starred (*) Steps Apply-Wiring Common to Both Chassis and Panel 


Po. a 


Pictorial 3 Reversed Diodes-Wiring Common to Both Chassis and Panel 
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